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A search for neutrino oscillations of the type — > i/ e has 
been conducted at the Los Alamos Meson Physics Facility 
using Vp. from muon decay at rest. Evidence for this tran- 
sition has been reported previously. This paper discusses in 
detail the experimental setup, detector operation and neu- 
trino source, including aspects relevant to oscillation searches 
in the muon decay-at-rest and pion decay in flight channels. 
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1. INTRODUCTION 

1.1 Motivation 

Standard electroweak theory has three lepton families, 
each with a charged and neutral partner. It is widely 
accepted that lepton family number is conserved and so 
these families are not expected to transform into one an- 
other. The minimal theory also assumes that neutrino 
masses are zero, providing a natural explanation for the 
left-handed character of the weak interaction. In the last 
few years it has gradually become accepted that the stan- 
dard model may well need to be extended to accept finite 
neutrino mass. The deficit of solar neutrinos and indi- 
cations from anomalies in atmospheric neutrino events 
have raised expectations that neutrino oscillations may 
occur, implying lepton family number mixing and finite 
neutrino masses. A search for neutrino oscillations has 
been conducted with the apparatus described in this pa- 
per, both from neutrinos generated by muon decay at rest 
as well as those from pion decay in flight. The source is 



unique in that the backgrounds expected from conven- 
tional processes are very small. 



1.2 Experimental Method 

The Liquid Scintillator Neutrino Detector (LSND) was 
designed to detect neutrinos originating in a proton tar- 
get and beam stop at the Los Alamos Meson Physics 
Facility (LAMPF). The primary goal was to search for 
transitions from muon-type to electron-type neutrinos in 
two complementary ways. The LSND experiment was 
proposed (I]] for this purpose in 1989 and first operated in 
1993. First results have been published on the search 
for the appearance of v e from the large flux of from 
muon decay at rest (DAR). A search is also being con- 
ducted for electron neutrinos in a dominantly beam 
from pions that decay in flight (DIF) Q . This paper fo- 
cuses on the apparatus that was used in both searches. 
Details of the experiment are included that could not 
appear in a more compressed format. 

For the "at rest" experimental strategy to be successful, 
the target had to be a copious source of in a particular 
energy range of interest with relatively few v & produced 
by conventional means. The detector had to be able to 
recognize interactions of v e with precision and separate 
them from other neutrino types, including the large rate 
of v e expected from the target. The observation of v e in 
excess of the number expected from conventional sources 
may be interpreted as evidence for neutrino oscillations. 
However, although we will concentrate on the oscillation 
hypothesis, it must be noted that any unconventional 
process that creates v e either at production, in flight, 
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or in detection could produce a positive signal in this 
search. Lepton number violation in muon decay /i + — > 
e + + 9 e + is a good example. 

The accelerator and water target produced pions co- 
piously. Most of the positive pions came to rest, and 
decayed through the sequence 

[i + — > e + + v e + V/j 

supplying with a maximum energy of 52.8 MeV. The 
energy dependence of the flux from decay at rest is 
very well known, and the absolute value is known to 7% 
J|. The open space around the target was short com- 
pared to the pion decay length, so only a small fraction 
of the pions (3.4%) decayed in flight through the first 
reaction. A much smaller fraction (approximately 1%) 
of the muons decayed in flight, due to the difference in 
lifetimes. 

The chain starting with 7r~ produced only a small num- 
ber of i> ei because most negative pions and muons are ab- 
sorbed. In the LAMPF proton beam, and with a water 
target, positive pion production exceeded that of neg- 
ative pions by a factor of about eight. Negative pions 
which came to rest in the beam stop and shielding were 
captured before decay occurred, so only the pions which 
decayed in flight contributed to a i> e background. Virtu- 
ally all of the negative muons that arose from pion decay 
in flight came to rest in the beam stop before decaying. 
Most were captured from atomic orbit, a process which 
yields v^; the remaining 12% decayed and produced v e . 
The relative yield, compared to the positive channel, was 
estimated to be - (1/8) * 0.034 * 0.12 « 5 x 10~ 4 . As is 
discussed below, a detailed simulation was used to pre- 
dict neutrino fluxes. 

Charged current reactions in the detector were domi- 
nated by v e on 12 C. Electrons from this reaction have 
energies below 36 MeV because of the mass difference of 
12 C and 12 iV. LSND detected v e through the reaction 

D e + p — > e + + n , 

a process with a well-known cross section §, followed by 
the neutron-capture reaction 

n + p^ d + j (2.2 MeV) 

The detection signature consisted of an electron-like sig- 
nal, followed by a 2.2 MeV photon correlated with the 
first signal in both position and time. Although it was not 
possible to distinguish an e~ from an e + , reactions due to 
background v e could not produce such a correlated pho- 
ton for events with electron energy above 20 MeV. This 
value was because of the energy required to eject a neu- 
tron in a charged current reaction. The requirement of an 
energy above 36 MeV eliminated most of the v e back- 
ground due to an accidental coincidence with a uncorre- 
cted 7 signal. For the decay in flight search electrons 



above 60 MeV are identified from v e 12 C — > e~X and 
v e 12 C — > e + X. The electron energy spectrum from DIF 
is expected to be broader than from DAR but the back- 
ground from conventional neutrino events is expected to 
be much less. 
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FIG. 1. Detector enclosure and target area configuration, 
elevation view 



The detector was located about 30 m from the neu- 
trino source and was shielded by the equivalent of 9 m 
of steel. A schematic of the layout is shown in Fig. 1. 
The detector was under ~ 2 kg/ cm 2 of overburden re- 
ducing the cosmic ray flux significantly from that at the 
surface. A liquid scintillator veto shield surrounded the 
detector on all sides except on the bottom. The detec- 
tor was a tank filled with 167 metric tons of mineral 
oil (CH 2 ), with a small admixture (0.031 g/1) of butyl 
PBD scintillant. This dilute mixture allowed the detec- 
tion of both Cerenkov light and isotropic scintillation 
light. This resulted in robust particle identification for 
e , location of the event vertex in space, and a measure- 
ment of the e ± direction. The light was detected by 1220 
8" PMTs, covering ~ 25% of the surface inside the tank 
wall. Each channel was digitized for pulse height and 
time. The electronics and data acquisition systems were 
designed explicitly to detect and correlate events sepa- 
rated in time. This was necessary both for many neu- 
trino induced reactions and for cosmic ray backgrounds. 
The behavior of the detector was calibrated using a large 
sample of "Michel" from the decays of stopped cosmic 
ray muons. These were in just the right energy range 
for the — > v e search. 

Even with this shielding, there remained a large back- 
ground to the oscillation search due to cosmic rays, which 
needed to be suppressed by about nine orders of magni- 
tude to reach a sensitivity limited by the neutrino source. 
The cosmic ray muon rate through the tank was ~ 4 kHz, 
of which ~ 10% stopped and decayed in the scintillator. 
Details of the suppression of this background in the DAR 
search will be discussed in reference Q. Finally, any re- 
maining cosmic ray background was very well measured 
because about 13 to 14 times as much data were collected 
when the beam was off as on. The result of these pro- 
cedures was to reduce the cosmic ray background below 
the level of sensitivity required for the decay at rest os- 
cillation search; similar techniques were found useful for 
the DIF oscillation search. 
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1.3 Outline of this paper 

After the introduction, we present a description of the 
neutrino source used in the LSND experiment in chapter 
two. The detector hardware are described in chapter 
three and the data acquisition is in chapter four. Chapter 
five covers basic detector simulation. Chapter six covers 
event reconstruction and calibration of the detector. 



2. NEUTRINO SOURCE 
2.1 LAMPF 

2.1.1 Accelerator description 

The linear accelerator at Los Alamos used conventional 
ion sources for protons and for H ions. Ion sources pro- 
vided particles for acceleration that were selected on a 
pulsc-by-pulse basis. Protons passed through a transi- 
tion section to a drift tube linear accelerator of Alvarez 
type operating at 201.25 MHz. Protons were accelerated 
in this section to 50 MeV and then injected directly into 
a side-coupled linac structure operating at 805 MHz for 
acceleration to a nominal energy of 800 MeV. The ac- 
celeration process was repeated at 120 Hz. During the 
course of this experiment, all cavities were operational in 
the linac structure. This ensured that the output proton 
beam kinetic energy of 800 MeV was constant to much 
better than 1%. The linac output beam was transported 
to a high intensity area shown in Fig. 2. The output 
beam energy has been measured in this configuration, 
and the results are discussed in section 2.3. 



800 MeV LINAC 
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FIG. 2. Schematic of the high intensity experimental area 



2.1.2 Time structure of beam 

The linear accelerator at times accelerated both proton 
and H~ beams in interleaved pulses. During much of the 
data taking in the period of the experiment, the proton 
beam was delivered at 120 Hz to the experimental area 
described below. For part of the run in 1993 and 1995, 
H~ beam at 20 Hz was delivered elsewhere and those 
pulses were not available to this experiment. Each of the 



120-Hz proton pulses was approximately 600 /is long and 
had a substructure that consisted of pulses approximately 
0.25 ns wide at 201.25 MHz. 

The beam current at the output of the accelerator was 
typically 1 mA. The accelerating RF frequency was set 
for optimum beam acceleration in the linac and remained 
constant to parts in 10 7 for the entire data taking pe- 
riod. The phase of the accelerated beam relative to the 
RF waveform was varied for optimum accelerator perfor- 
mance. The repetition rate was approximately synchro- 
nized to the line frequency so that long-term variation of 
this rate occurred at the level of 0.1% in a day. A beam 
permit signal (later referred to as H + ) was generated pro- 
ceeding acceleration and lasting through beam delivery. 
The gate that was generated by this signal was used after 
the fact to verify the relative timing of neutrino events 
and the accelerator cycle. 

The existence of this beam permit signal was necessary 
for beam on-off subtraction. The amplitude of the beam 
typically varied by less than 1% over short periods, with 
overall beam availability in excess of 90%. 



2.1.3 Upstream beam use 

This experiment was performed at LAMPF where a 
broad-based program of nuclear science was carried out 
at the same time that the measurements of this experi- 
ment were being made. The program depended on sec- 
ondary beams produced at two targets substantially up- 
stream of the neutrino target A6. The two targets Al and 
A2 were used to generate pion and muon beams for exper- 
imentation. Since pions were produced at these targets 
and subsequent decay occurred, they were also potential 
sources of neutrinos in LSND. Pions mostly decayed in 
the evacuated enclosures near these targets. The targets 
Al and A2 were made of carbon, 3 and 4 cm thick, re- 
spectively. An estimate of the relative flux with respect 
to A6 for DAR was made by simply observing that the 
production rate was 25% of that at the neutrino target 
A6 and the distance was typically four times further from 
the neutrino detector. This gave a neutrino flux from this 
source of about 1.5% that from A6. The detailed calcula- 
tion is discussed in sections 2.4 for DAR and 2.5 for DIF 
below. 



2.2 Target geometry and shielding 

Fig. 3 shows a plan view of the A6 target area and 
Fig. 4 shows an elevation view. 
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FIG. 3. Plan view of the target box at area A6 




ELEVATION VIEW, NEUTRINO SOURCE 
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FIG. 4. Elevation view of the target box at area A6 

The proton beam entered from the left, passed through 
the water target and ended in the beam stop. The target 
consisted of an outer inconel vessel filled with water and 
fitted with baffles to direct flow. A larger scale diagram 
of the target used in '94/'95 is shown in Fig. 5. 



20.32 cm 




30.48 cm 



FIG. 5. Construction schematic of the water target assem- 
bly used in '94/'95 



Rapid water flow, necessary to prevent boiling during 
beam passage, was monitored to verify target conditions. 
The ratio of mass of inconel to water was about 25% 
for the proton beam, which passed normally through the 
baffles; this ratio was slightly larger for secondary pions 
that were produced at finite angles. Water-cooled iron 
shielded the entire region. Within this shielding around 
and downstream of the target was a volume in which pion 
decay occurred. The shielding was hermetically sealed, 
partly because neutron background would be a serious 
problem if the shielding were not complete and partly be- 
cause activation of the air near the target region would be 
a health hazard if the air were not contained. The DAR 
part of the experiment depended on suppression of the 
decay of negative muons, which was accomplished first by 
the fact that negative pions that stop were all absorbed. 
Those negative pions that decayed in flight before com- 
ing to rest produced negative muons that almost entirely 
stopped either in iron, copper or in water-cooling chan- 
nels. Typically, 9% of n~ stop in water, almost entirely in 
the production target. A typical pion had a momentum 
of 200 MeV/c and (3-fCT = 12 m. This was long compared 
to a typical trajectory and resulted in a fraction of pions 
that decay in flight of about 3.4%. The inserts in Fig. 3 
and 4 that are labelled "isotope production targets" were 
targets for producing radioisotopes and were responsible 
for a small amount of pion production, which was taken 
into account in the simulation of neutrino flux. 

In Fig. 2 is shown two upstream targets Al and A2, 
which were also included in the simulation of neutrino 
flux. Each of these targets was mounted in an enclosure 
which was surrounded closely by hermetic shielding ex- 
cept for vacuum pipes which permitted egress for four 
secondary beams, one on each side for both targets. 



2.3 Characteristics of 1993, 1994 and 1995 Runs 

The beam conditions in 1993, 1994 and 1995 were 
slightly different. In 1993 the target thickness at Al was 
3 cm and at A2 2 cm, both carbon targets of uniform 
thickness along the beam. In 1994 and 1995, A2 was in- 
creased to 4 cm. The kinetic energy of protons from the 
linac was 797 MeV and was known to about 1 MeV. After 
the Al target the beam emerged at 786.5 MeV and after 
A2 it was 767.6 MeV. The proton current loss was 85 fiA 
at Al and 103 fiA at A2. These conditions were quite 
stable through the running period in 1994 and 1995. In 
1993 the A2 target suffered some erosion of thickness, 
which was tracked and compensated. The neutrino wa- 
ter target was 20 cm in thickness in 1993, 30 cm in 1994 
and 1995. This increase in thickness, together with the 
slightly lower energy due to the increase in A2 thickness 
in 1994, resulted in an increase in the DIF flux of 8%. 
The target was not in place for part of the time in 1995, 
which was accounted for in the total flux calculations. 
The charge delivered to the beam stop in 1993 was 1787 
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C, in 1994 it was 5904 C, in 1995 4794 C with target in 
and 2286 C with target out. Each of these charge accu- 
mulations was with the detector in operation and taking 
data. 



2.4 Decay at Rest Neutrino Flux Calculation and 
Measurement 

A detailed simulation was used to predict neutrino 
fluxes at the detector and is described in Measure- 
ments of pion production fluxes that were taken at a 
number of proton energies at LAMPF jjj were used as 
input to this simulation. The detailed geometry of the 
sources (Al, A2, and A6) described above were included 
in the simulation. In addition, the yield of muon decays 
was determined in a separate experiment ||] in which 
a proton beam of variable energy was introduced into 
a composite structure of water and copper to approxi- 
mately duplicate the materials in which pion production 
occurred in this experiment. The overall number of muon 
decays per incident proton was determined in this sub- 
sidiary experiment, and the neutrino flux calculation was 
renormalized slightly to fit the measured yield in the sep- 
arate experiment. It should be noted that this procedure 
normalized the neutrino yield from positive pions quite 
well, but since the negative pions were almost entirely 
absorbed, the measurement was insensitive to the conse- 
quences of the negative pion decay rate. The shape of the 
neutrino flux from 7r + and ji + DAR is well known and is 
shown in Fig. 6, so that only the absolute amplitude was 
determined from experiment and simulation. 
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FIG. 6. Flux shape of neutrinos from pion and muon decay 
at rest 



The ffj, flux integrated over energy for the configuration 
described here was 7.6 x lfT 10 I cm 2 /proto n averaged 
over the fiducial volume of the detector. The v e flux is 
identical to the flux. The DAR simulation depended 
on the geometry at the three target stations in which sub- 
stantial beam interacted. Beam loss in the accelerator 
and in locations other than target areas was very small 
because operational and health considerations made it 
imperative to lose very little of the proton beam in other 
than specially hardened areas. The targets at Al and A2 
were surrounded by enclosures that were typically 50 cm 
in dimension with closely packed steel shielding, apart 
from relatively small apertures for beams to emerge. The 
distance from Al to A6 was 107 m and A2 to A6 was 82 
m. The calculation of the DAR flux was then relatively 
simple, and the DAR spectra at the detector was gov- 
erned by solid-angle considerations and the interaction 
fraction in the target. Pion DAR was isotropic and muon 
decay was effectively isotropic because spin precession 
and the varying production angle washed out angular ef- 
fects. There was one exception to this, which is discussed 
in the next section: that part of pion production that oc- 
curred at small angles and thus was able to pass down 
the beam pipe for a significant distance. The "in-flight" 
decay probability was then much larger than in the tar- 
get enclosures, and subsequent muon decay probability 
in flight was also enhanced. Detailed simulation gave a 
DAR flux at the detector from positive pion and muon 
decay that was 0.5% from Al, 1% from A2, and 98.5% 
from A6. 

An additional corroboration exists from the experi- 
ment H performed at 90° to the same target that mea- 
sured neutrino-electron elastic scattering as a test of 
Standard Electroweak theory. This cross section of v e 
scattering from electrons is now well known and can be 
used to estimate the flux in contrast to the procedure 
of that previous experiment. This provided an indepen- 
dent confirmation of the flux estimate used here with an 
uncertainty of 18%. 

2.5 Pion Decay in Flight Flux 

2.5.1 V/j,, Flux calculation 

The calculation of the neutrino flux from pion DIF 
at the A6 beam stop, Al and A2, proceeded in a similar 
way to the calculation of the DAR flux. The same in- 
put data were used to calculate pion production normal- 
ized in the same way as the data in the previous section. 
The overall positive pion DAR flux was known to 7% 
as constrained by the simulation experiment described 
previously. The negative pion flux lacks this constraint. 
However, the same normalization factor was assumed to 
apply because it came mainly from the effects of thick 
target particle production of tt^ 1 by protons. It was be- 
lieved that the geometry of the decay volumes, including 
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the neighborhood of Al and A2, is well known from the 
constraints attendant in mechanical assembly. A lack of 
knowledge of the shape of the pion production spectrum 
folded into this geometry introduced some additional un- 
certainty. These uncertainties have been estimated to 
increase the systematic error on the DIF fluxes to 12% in 
absolute magnitude jlQ| . A significantly smaller point- 
to-point uncertainty may be expected in the spectrum. 
The V/j, spectrum shown in Fig. 7 was at the center of 
the detector for the three years described in this paper. 
The integrated flux over the detector for this period was 
6.2 x 10 12 f^/cm 2 . Although the flux at the center of 
the detector is shown in the figures, the integrated flux 
used a calculation of flux throughout the tank. As was 
mentioned in section 2.3 the water target was retracted 
from the proton beam for part of the data taking in 1995. 
With the water target out the DIF flux was 3.6 x 10~ n 
v^j cm 2 /proton. 
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FIG. 7. Calculated DIF energy spectra for and Dp at 
the center of the detector 

A similar calculation was performed for negative pi- 
ons that decay in flight, leading to the spectrum 
also shown in Fig. 7 and an integrated flux of 8.0 x 
10 n P M / cm 2 averaged over the detector volume. 



2.5.2 v e and v e flux calculation 

Electron neutrinos were produced (occasionally) from 
pion decay in flight followed by muon decay in flight. The 
rare branching mode 7r + — > e + + v e also contributed to 
the v e flux. These contributions have been calculated 
and are shown in Fig. 8. 



FIG. 8. The left two figures are v e and v £ flux at detector 
center from pion decay. The right two figures are similarly 
calculated i/ e and v e fluxes from muon decay. 



2.6 Decay at Rest v e Flux 

Negative muons were produced through the chain of 
negative pion production and decay in flight. This was 
followed almost always by either decay or absorbtion of 
the negative muon in the field of a nucleus. This decay 
process in this experiment occurred dominantly in Fe and 
Cu although a fraction (35%) of decays were in oxygen in 
the water of the pion production target and in the water 
cooling of the shield. A yT in the lowest atomic state in 
Fe was contained in a potential of ~ 1.9 MeV, which in- 
fluenced the momentum distribution of the fj,~ . In turn, 
this momentum distribution affected the decay spectrum 
of the outgoing leptons. These effects have been calcu- 
lated by a number of authors for the electron (jllj but not 
for the neutrino spectrum. The actual capture rates are 
well described by theory, and the data in [|l2j have been 
used to estimate the v e rate expected in the experiment. 
The fraction of produced fir that decay has been esti- 
mated at about 12%. The energy spectrum of v e from 
this source is approximately x 2 {l—x), where x is the ratio 
of neutrino energy to the end point energy of the spec- 
trum (52.8 MeV). This spectrum is significantly softer 
than that expected from to v e oscillations, a; 2 (3 — 2x). 
The overall yield from bound muon decay was subject to 
the same systematic error as the pion DIF flux. 
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3. DETECTOR HARDWARE The shield had been built for a previous experiment Q 

and had liquid scintillator as an outer layer with 12.5 cm 
3.1 Detector, Veto, and Shielding °f l e& d shielding inside the scintillator tank. A section of 

the veto shield is shown in Fig. 10. 

3.1.1 Detector description 



The experimental detector was situated in the enclo- 
sure shown in Fig. 1. The detector proper was contained 
in a steel tank roughly cylindrical in shape, 8.3 m long 
internally, with a diameter of 5.7 m, as shown schemati- 
cally in Fig. 9. 




FIG. 9. Schematic of the detector tank 

The tank had a flat section on the top 1 m wide along 
the entire length where cable penetration into the tank 
occurred. The base of the tank was flat and rested on 
steel shielding extending along the full length and width 
of the tank. Type R1408 8 " Hamamatsu phototubes 
(PMTs) p"3j ] were mounted uniformly on the walls with a 
mean photocathode coverage of 25%. This number was 
calculated as the total area of flat discs of the same di- 
ameter as the photocathode surface in the PMTs divided 
by the area of the tank walls scaled to the photocathode 
surface. The photocathode surface was approximately 25 
cm inside the tank wall. Liquid entered the tank at the 
bottom closest to the target and an overflow outlet was 
situated at the top furthest end. Cables from the detec- 
tor penetrated the tank at the top, passed outside the 
top of the tank toward the upstream end, and passed un- 
der the veto shield near the bottom front. In discussing 
the experimental geometry, the coordinate system that 
will be used is positive z along the tank axis in the beam 
direction, y vertical and positive up. The center of the 
coordinate system was at the geometrical center of the 
cylinder. 



3.1.2 The veto shield 

The detector was enclosed by a veto shield. This shield 
covered the entire detector apart from a support struc- 
ture on the floor. It consisted of two parts, an upstream 
wall which was installed first and an approximately cylin- 
drical part with a downstream wall which was rolled into 
place on rails after the detector was fully installed. This 
made the coverage of the shield as hermetic as possible. 



liquid scintillator 



steel shell 



PMT 




lead shot 



FIG. 10. A cross section of the veto system through the x 
- y plane, roughly normal to the beam direction 

The lead shielding absorbed neutral particles (pho- 
tons and neutrons) which traversed the active veto be- 
fore reaching the detector. Muons which stopped and 
decayed in the lead, producing Bremsstrahlung photons 
from electrons, were tagged by the active veto. The scin- 
tillator was viewed from the outside through portholes by 
a total of 292 5" E.M.I. PMTs type 9870B. Twelve plas- 
tic scintillator counters ("crack counters") were used to 
cover the optically weak region around the joint between 
the upstream veto wall and the veto cylinder. After the 
1993 run, eighteen plastic scintillator counters ("bottom 
edge counters") were added along the bottom edge of 
the veto counter to reject some of the cosmic rays that 
entered the detector from the sides near the floor. 



3.1.3 Passive Shielding 

The detector was situated 29.7 m from the produc- 
tion target under 2 kg/ cm 2 of steel overburden to shield 
from cosmic rays. This shielding was sufficiently thick 
to filter the hadronic component of cosmic rays but was 
penetrated by muons from cosmic-ray showers. These 
penetrating muons passed through the veto shield and 
detector and gave a rate in the detector of ~ 4 kHz. 
Ten percent of these muons stopped in the detector and 
decayed, giving a source of electrons that was invalu- 
able for calibration purposes. The detector was located 
in the veto shield inside a tunnel just large enough in 
diameter to contain the veto itself. A short portion of 
tunnel upstream of the detector was used for services 
and partial access to the detector and preamplifier elec- 
tronics. Downstream, the detector was shielded by an 
8 m long tank filled with water that also fitted in the 
tunnel closely as shown in Fig. 1. The detector rested 
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on a concrete pad covered by six inch thick steel blocks. 
The cracks between these blocks were filled with steel 
shot. Upstream access was made through a lm diameter 
labyrinth from the surface. Ventilation was accomplished 
through a second small-diameter tunnel that also had a 
labyrinthical character. Downstream of the beam stop, 
shielding equivalent to 9 m of steel attenuated the neu- 
tron flux produced in the beam interaction process. This 
resulted in a negligible neutron rate in the detector asso- 
ciated with the beam. This hermetically sealed structure 
provided excellent shielding both from cosmic rays and 
from beam-associated particles. 

3.2 Liquid 

The detector medium was designed to be sensitive to 
Cerenkov light from electrons and relativistic muons and 
scintillation light from all charged particles. A dilute 
mineral-oil-based scintillator was used to accomplish this. 
Mineral oil was well suited for this detector. It had ra- 
dioactive contamination below a part in 10 12 , it retained 
a stable attenuation length as it was not exposed to oxy- 
gen, it was non-toxic, had a high flash point (105° C), 
and it had a high index of refraction of 1.47, implying 
a Cerenkov cone angle of 47.1° for f3 ~ 1 particles. 
This high index of refraction increased the amount of 
Cerenkov light that was radiated by an electron by a 
factor of 1.57 compared to water. Chemically, mineral 
oil is composed of linear chain hydrocarbon molecules 
(C„ i?2n+2) where n varies from 22 to 26. Isotopically 
the carbon was 1.1% 13 C and 98.9% 12 C. 

Extensive testing of various mineral-oil-based scintilla- 
tors was performed in a beam containing positrons and 
protons in a test channel at LAMPF |lq ]. Angular dis- 
tributions of the light emitted by relativistic and non- 
relativistic particles in this beam allowed optimization of 
the ratio of isotropic light to Cerenkov light. Typical 
angular distributions for water, pure mineral oil and the 
mixture that was used in this detector are shown in ref- 
erence |L5| . A concentration of about 0.031 g/1 of b-PBD 
(butyl-phenyl-bipheny-oxydiazole, CHNO) in mineral oil 
was determined to be optimum for this detector. For a 
fast moving particle (/3 = 1), the ratio of the number 
of photoelectrons generated from isotropic light to that 
from direct Cerenkov light was determined to be about 5 
to 1 . Isotropic light was emitted directly by the scintilla- 
tor from particle ionization together with a contribution 
from ultraviolet Cerenkov light that was absorbed near 
the production point and then reemitted by the scintil- 
lator. A global fit to the sum of isotropic light and that 
in the Cerenkov cone was used for particle identifica- 
tion and to reconstruct vertex and angle information for 
relativistic particles. 

Tests were also conducted to ensure that those com- 
ponents that were in direct contact with the b-PBD liq- 
uid scintillator, such as signal cables, PMT bases, and 



the interior black epoxy paint, did not contaminate the 
scintillator. Light attenuation measurements were peri- 
odically made at eight different wavelengths from 340 to 
550 nm to monitor the ageing of scintillator maintained 
at elevated temperatures exposed to these components. 

The oil that was used was Britol 6 NF HP White Min- 
eral Oil fu|. The oil was delivered to the detector site 
in December 1992 and stored in a 52,000-gallon storage 
tank next to the neutrino tunnel. This tank was pro- 
tected internally in the same way as the detector tank. 
After the PMTs were installed and the detector sealed, 
the oil was pumped from the storage tank into the detec- 
tor through stainless steel plumbing in April 1993. The 
b-PBD scintillator was added to the mineral oil inside the 
detector over a two-week period in August 1993. A total 
of 6 kg of b-PBD powder was dissolved in approximately 
50,000 gallons of oil. The final concentration of b-PBD 
was measured to be 0.031 g/1. During the time of storage 
and while inside the detector, air was excluded and the 
liquid was exposed to a pure nitrogen atmosphere. Sam- 
ples of liquid scintillator taken from near the top and 
near the bottom of the detector after the 1994 period 
showed no difference in the concentration of b-PBD at 
these two extreme positions within the measured uncer- 
tainty of 5%. 

Liquid inside the detector was kept at a constant tem- 
perature of ~ 15° C by a heat transfer unit. The density 
of the scintillator was measured to be 0.85 g/ cm 3 , giving 
a number density for carbon atoms of n = 3.63 x 10 22 
cm~ 3 . The ratios of other target atoms to carbon in 
the scintillator were H/C = 2.05, N/C = 3 x 10~ 6 , and 
O/C = 1.5 x 10~ 6 . The attenuation length of the scintil- 
lator was monitored periodically during all running pe- 
riods to determine changes that would indicate ageing 
or contamination. No deviation, within errors, from the 
starting attenuation lengths was observed at the eight 
wavelengths monitored. An attenuation length of about 
20 m was characteristic of the scintillator at wavelengths 
of ~400 nm near the peak quantum efficiency for the 
Hamamatsu PMTs. The variation of attenuation with 
wavelength is shown in section 5.2. 

3.3 PMT system and preamplifiers 

The PMTs that were used in the detector tank were 
all tested and calibrated after delivery from Hamamatsu. 
The tubes were built to a special contract using low ra- 
dioactivity glass. Testing consisted of physical inspec- 
tion, base attachment, testing under high voltage, cal- 
ibration and potting. Each PMT with base was put 
in a light-tight enclosure equipped with a light pulser. 
The light pulser, located 10 inches from the PMT pho- 
tocathode, consisted of two light sources, a green LED 
for charge tests, and an avalanche transistor for timing 
tests. First, the PMTs sat under voltage for 8 hours 
with the dark rate measured every minute. Then charge 
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spectra were taken at two voltages close to the suggested 
operating voltage by the manufacturer. The final oper- 
ating voltage was determined by interpolation for a gain 
of ~ 4 x 10 6 . Then noise and signal rate were deter- 
mined as a function of voltage to see if a satisfactory 
plateau existed. A typical pulse height distribution for 
single photoelectron illumination is shown in Fig. 11. 
All of the tubes used in the detector were required to 
have a definite peak-to- valley in the single photoelectron 
distribution as shown in the figure. 
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FIG. 11. PMT pulse height distribution for a typical pho- 
totube at normal incidence. The light level is such that tubes 
produce less than one photoelectron on average 



FIG. 12. Distribution of peak to valley parameter for de- 
tector PMTs 

A distribution of the peak to valley parameter for the 
tubes used in the detector is shown in Fig. 12. 

After testing, the base portion of the PMTs was dipped 
in Hysol, a one-component urethane material, which 
was primarily designed for printed circuit board coat- 
ing. Hysol PC18 had high dielectric strength, cured at 
room temperature, and was extremely abrasion and sol- 
vent resistant. A description of the veto PMTs can be 
found elsewhere |Q. The PMTs were powered through 
high- voltage cards that distributed to each PMT the cor- 
rect high voltage that was determined in the testing pro- 
cess. These cards also provided control and monitoring 
of high voltage through a monoboard computer inter- 
face. Each PMT channel was nearly identical, consisting 
of a resistive base operated at a positive supply voltage 
of approximately 2000 V and stepped down to maintain 
appropriate voltages at the dynodes of the PMTs used 
in the detector. A single 100-ft-long RG-58 coaxial ca- 
ble connected each PMT to the preamplifier and high 
voltage card, where the cable was terminated. At the 
preamplifier input, the signal of the PMT was separated 
from the supplied high voltage on this common cable. 
The preamplifier amplified the anode signal by a factor 
of twenty and drove 100 ft of RG-58 50f2 cable to remote 
electronics for charge and time digitization. At the input 
to the remote electronics after transmission through the 
preamplifier and 200' of cable, a typical single photoelec- 
tron pulse had an amplitude of 25 mV and a ~ 6ns rise 
time. After-pulsing and undershoot on this signal were 
minimal. Some additional characteristics of all the PMTs 
are shown in Table I. 



1.1 1.2 1.3 1.4 1.5 1.6 1.7 
Peak-to-valley ratio 



TABLE I. Main characteristics of PMTs 





detector 


veto 


crack-counters 


type 


HAMAMATSU R1408 


EMI 9870B 


HAMAMATSU R875 


diameter (in) 


8 


5 


2 


voltage range (V) 


1600-2300 


710-1400 


1100-1350 


base R (Mfi) 


17 


15 


6.27 


average I (/iA) 


110 


70 


190 



3.4 Laser Calibration System 



3.5 Beam Timing Signals 



A iVVdye laser calibration system was installed to cal- 
ibrate both timing and amplitude response for each indi- 
vidual PMT channel. It consisted of a pulsed laser |l7]] 
located remotely from the detector. This laser was con- 
nected to three fiber-optic cables which channeled light 
to three glass bulbs 10 cm in diameter. The 337 nm 
output wavelength was shifted by a Coumarin dye cell 
to 420 - 40 nm. The time spread of the light was less 
than ~ Ins rms, short compared to the system response. 
The coordinates of the flasks are given in Table II. These 
glass bulbs were filled with Ludox []l8| as a dispersant. 
The feedthrough bringing the light pulse into a flask en- 
tered from the top and terminated 2 cm short of the 
center. The light amplitude was varied through remotely 
controlled attenuators prior to the fibers. The average 
light level was varied so that all channels of the detector 
were calibrated over the full response range. Each bulb 
was activated independently and remotely. The state of 
the pulsing system was recorded by the data acquisition 
system. The positions of the bulbs were known from a 
survey and remained fixed through the course of the ex- 
periment. 



TABLE II. Coordinates of Ludox bulbs 



Flask 


x ( cm) 


y (cm) 


z ( cm) 


1 


-36.5 


27.3 


-143.5 


2 


35.2 


28.6 


1.3 


3 


-35.2 


27.9 


221.6 



Data acquisition operated independently of the state 
of the beam. This knowledge was available to off-line 
analysis, however, in two ways. A prepulse was delivered 
from accelerator control that was used to start a timer in 
data acquisition that allowed the time for each event to 
be recorded with respect to this starting time. Addition- 
ally, a level was also available that was recorded whenever 
beam was present. The mechanics of the recording pro- 
cess are discussed in the data acquisition section below. 

The fine time structure of the beam was determined 
by the RF structure present in the 201 MHz part of the 
linac described in section 2. The proton beam consisted 
of bunches approximately 5 ns apart (4.969) with a width 
of about 200 ps rms. Upstream of the experimental area 
shown in Fig. 2 were pickup plates designed to provide a 
signal induced by the passage of the proton beam. This 
signal consisted of pulses one nanosecond wide at the 
bunch frequency 201.25 MHz. The amplitude of these 
signals was proportional to individual beam bunch size, 
but because the beam was quite stable it proved suffi- 
cent to measure beam arrival time with a single level 
discriminator. This discriminator output was transmit- 
ted through a fiber optic link to the remote electronics 
station. At the data acquisition electronics the signal 
was counted down by a factor of eight and then sixteen 
parallel signals were generated, each of which repeated 
after 640 ns. Each of these signals was sent to a specially 
modifed digitizing channel capable of dealing with this 
repetition rate at the input. For any event, therefore, a 
number of measurements of beam arrival time was avail- 
able with each channel offset by ~ 40 ns from its neigh- 
bour. These measurements of beam arrival time were 
used to calculate the beam arrival time relative to an 
event. Knowledge of the arrival time of proton bunches 
was desirable for those parts of the experiment that used 
pion DIF generated neutrinos. In the study of DIF events 
and v^G events in particular, this information was used 
to identify events which maintained a time correlation 
with the proton beam. The details of the data analysis 
method will be described in the subsequent publications 
where these data were important. 

4. DATA ACQUISITION AND CALIBRATION 

4.1 Overview and Architecture 

Data were acquired by this detector on the basis of 
energy deposition in a short time period. This data ac- 
quisition system was designed to detect a primary trigger 
with energy deposition in excess of approximately 4 MeV 
electron equivalent and then to acquire data nearby in 
time with a different energy threshold. In Fig. 13 is 
shown a schematic of a single PMT channel. 
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FIG. 13. Single channel block diagram 

The electronic digitizing system was designed to col- 
lect charge from each PMT, digitize time and amplitude, 
store these data for a substantial period and generate a 
trigger for data retrieval. This task was accomplished in 
the presence of a significant counting rate from cosmic 
rays and ambient radioactivity. A 'hit' in a channel cor- 
responded to a minimum pulse height of ~ 1/4 of the 
peak response to a single photoelectron in an average- 
gain PMT. Neutrino induced events consisted of primary 
events containing more than 100 hit tubes pulsing within 
200 ns of each other, followed in time by secondary events 
containing 21 to 200 hit tubes. Secondary events oc- 
curred on timescales varying from a few hundred /is for 
neutron capture to tens of milliseconds for nuclear j3 de- 
cay. The individual dark pulse rates of the PMTs ranged 
from 1 to 5 kHz, producing a noise background that the 
acquisition system dealt with without affecting the trig- 
ger. 

The experiment ran off a local binary 10 MHz clock 
which was synchronized to a global positioning system 
p9[ . Each channel had pulse height and fine time dig- 
itized by flash ADC [£0| every 100 ns in synchronism 
with this clock. These data were then stored in ran- 
dom access memory (RAM) in each channel at a com- 
mon address, given by the least significant 11 bits of the 
clock. Each channel RAM contained a 204.8 fis history 
of activity in that channel. A count of hit channels was 
updated at each 100ns clock tick for both the detector 
and veto systems and these sums were used to initiate a 
primary trigger and secondary activities. After the trig- 
ger readout order was broadcast to each channel, data 
were transferred to a FIFO buffer at each channel, and 
data common to the event were stored in a trigger FIFO 
memory. This memory was interrogated by a master 



monoboard for the next level trigger generation. After 
data were transferred to channel FIFO, events were as- 
sembled at the crate level by a local monoboard pi]] in 
each crate and on completion sent to the SGI multipro- 
cessor system [ p2| for event building and reconstruction. 
The trigger operated independently of the state of the 
LAMPF beam, and tagged individual events as in-time 
or out-of-time with the LAMPF proton macropulse. The 
beam-unassociated background to any neutrino signature 
was determined by counting its occurrence in the beam- 
off sample and scaling by the beam-on/beam-off ratio of 
~ 0.07. The determination of this factor is discussed in 
chapter six. 

In the following sections some terms will be used which 
we define here. A "primary event" was one which satis- 
fied a threshold of ~ 100 hit tubes in the detector and 
had no veto signal either nearby in time or in the previ- 
ous 15.2 lis. An "activity" exceeded one of the detector 
thresholds without meeting the requirements for being a 
"primary" . A "timcstamp" was the time of a digitization 
as measured by the "binary clock" and also the address 
in channel memory where the "fine time" and "charge" 
were recorded for each channel. "QT cards" housed dig- 
itizing channels for "fine time" and "charge" . Data were 
recorded either for a "primary" or an "activity" after a 
"timestamp" was "broadcast" from the trigger system to 
"receivers" in each QT crate. 

Memory pointers in each channel RAM were set to the 
same location, with the address described by the least 
significant 11 bits of the 10MHz binary clock. First level 
triggers were generated from an instantaneous global 
count for either the detector or the veto shield. This 
trigger produced a transfer from channel RAM to a FIFO 
attached to a particular channel and a latched summary 
data word into trigger memory. In parallel with this pro- 
cess, an event header was generated for transmission to 
the multiprocessor event handling system described in 
section 4.4. 



4.2 Electronics 

4-2.1 Digitizing System 

In each QT card, charge and time-of-arrival informa- 
tion were digitized and stored. The least significant 
eleven bits of the GPS based clock were distributed to 
all modules generating times at which flash analog-to- 
digital converters |20[ sampled data. This binary num- 
ber was also the address in RAM at which digitized data 
were stored identically in each QT channel. The clock 
was distributed from a central driver so as to arrive syn- 
chronously at each QT card within a few nanoseconds. 
This clock determined a coarse time of arrival for PMT 
signals which was, as stated above, numerically the same 
as the address in the 2048 deep local channel dual-ported 
RAM. A fine arrival time for a PMT anode pulse was de- 
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termined by a leading edge comparator set to the hit 
threshold defined in section 4.1. The comparator signal 
started a linear ramp that rose for two subsequent "clock 
ticks," after which the ramp was reset to zero before the 
next 100 ns clock tick arrived. Once inititated, this tim- 
ing ramp was unaffected by subsequent photoelectrons 
for 200 to 300 ns depending on the phase of the initial 
hit with respect to the 10 MHz clock. 

The ramp voltage was flash digitized at each clock tick 
by an 8-bit FADC @ and stored in a dual-ported RAM 
attached to this channel. The "fine time" determined 
this way had a least count of 0.8 ns. The anode pulse 
was also connected to an integrator-stretcher that convo- 
luted it with an exponential with a decay time constant 
of 700 ns (6000ns in 1993). The stretched pulse was digi- 
tized by another 8-bit FADC at each clock tick, and dig- 
ital output was sent to a parallel dual-ported RAM, as 
part of a 32 bit word at the identical address to the fine 
time. Again, all the address counters controlling FADCs 
and dual-ported RAMs were synchronized by the 100-ns 
clock. At the start of each cycle through memory loca- 
tions in the RAM, the addresses of all RAMs were reset 
to zero to assure long term synchronization of the data 
in memory. The FADC-dual-port-RAM circuit operated 
continuously, filling channel memory with the time his- 
tory of that PMT. "Latency" will be used to describe the 
case in which events were retrieved after memory was 
overwritten and hence contained irrelevant data. The 
small loss of data from this effect is described below in 
section 4.3. After a trigger decision was made (described 
in section 4.3), data were transferred from appropriate 
addresses to a FIFO. Interrogation took place through 
the second RAM port. Data resided in this FIFO buffer 
until it was read out by a dedicated monoboard computer 
pl[ servicing 16 QT cards, i.e. 128 channels. 

A schematic illustration of the system layout is shown 
in Fig. 14. 
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FIG. 14. Schematic of data acquisition system electronics 

The pulse digitization system described above was 
built in VME format using 9-U by 380-mm cards. This 
system was housed in 13 VME crates, each crate packed 
with 16 QT cards of eight channels per card. In addi- 
tion, each crate housed a receiver-trigger interface card, 
a crate channel summation card, and a MVME167/D1 
monoboard computer. The receiver-trigger interface card 
was driven by the trigger system described below and 
initiated data transfer to FIFO after receipt of a trigger 
broadcast. 



4-2.2 Channel Sum System 

Trigger input information was derived from a major- 
ity summation system. Each channel discriminator in a 
QT card generated a logic signal which was asserted at 
the next clock tick after an anode pulse arrived, and re- 
mained asserted for two clock ticks. These logic signals 
were summed digitally at the crate level. Appropriate 
crates were then summed digitally for both 1220 detec- 
tor and 292 shield PMT signals to make an 11-bit de- 
tector sum and a 9-bit shield sum in the central trigger 
crate. These sums were available as binary signals rep- 
resenting a channel count of those that fired in the last 
two clock intervals. The count was updated every clock 
cycle. Each binary number, detector and veto, was fed 
to digital comparators that produced output if the sum 
was greater than or equal to values preset in hardware. 
Supplemental veto counters ( "crack counters" ) each gen- 
erated a trigger condition equivalent to the firing of six 
or more veto tubes. These comparator signals were used 
as the basis of trigger decisions described in section 4.3. 
Trigger algorithms and internal operation of the trigger 
system are also described in section 4.3. 
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4-2.3 Performance Differences in 1993, and 1994/1995 



There were several significant differences in data acqui- 
sition between data in 1993 and 1994/95. The transfer 
function in the amplitude channel of each QT card was 
non-linear at low pulse heights in '93. The gain of each 
channel was also somewhat different. Full-scale for 1993 
corresponded to w 24 times the peak of the single pho- 
toelectron response (Fig. 12 for an average-gain PMT, 
vs. w 30 times for 1994/95. In 1993, the lowest 4 ADC 
counts spanned ~ 3 times the charge that would be ex- 
pected for a linear convertor. In '94 changes were intro- 
duced that made the transfer function linear up to the 
top of the ADC range. In '93 the integration time con- 
stant for time digitization recovery was 6 fxs; in '94/'95 
this was changed to 0.7 fis. In both cases the effective 
transfer function was equalized in higher level software 
leading to very similar detector properties in each chan- 
nel. After correction, a small degradation of resolution 
remained due to the large charge spread for low ADC 
counts. 
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TABLE III. Table of tank hit D and veto hit V requirements for various trigger types for 1993 through 1995 running 
periods. Betas generate a single trigger broadcast. Primaries add the broadcast of all Activities within the previous 52.8 /xsec. 
In addition, some Primaries cause the broadcast of all Gammas within the following 1 ms, and some generate the six /isec 
lookback. 



1993 


1994 early 


1994 late 


1995 


Function 


D > 18orV > 6 


D > l8orV > 6 


D > 18orV > 6 


D > 18orV > 6 


Activity 


D > 21andV < 6 


D > 21andV < 4 


D > 21andV < 4 


D > 21andV < 4 


7 


none 


none 


none 


D > 75orV < 4 





D > WOandV < 6 


D > WOandV < 4 


D > 125andV < 4 


D > 150andV < 4 


Primary 


D > 300andV < 6 


D > lOOandV < 4 


D > 125andV < 4 


D > 150andV < 4 


Primary, 7 window 


none 


none 


none 


D > 300andV < 4 


Primary, 7, lookback 



14 



4.3 Trigger 

4-3.1 System Hardware 

The information on which trigger decisions were based 
was an updating sum of hit tubes described in section 
4.2.2. Trigger electronics and monoboards were housed 
in a single 6U crate. A block diagram of this system is 
shown in Fig. 15. 
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FIG. 15. Trigger system hardware schematic 

The modules consisted of a global digital sum 
card, comparator and logic memory FIFO card, two 
monoboards which were referred to as master and satel- 
lite, and a broadcast card. The detector and veto shield 
global digital sum cards referred to in section 4.2 com- 
pleted the global sums that were used in the trigger. 

These sums were interrogated by a comparator system 
which set levels when global sums exceeded preset val- 
ues. These values are referred to as D n for the detector 
and V n for the veto. In Table III is shown the comparator 
level settings for each period of data taking. The primary 
threshold was raised in the middle of the 1994 run, and 
this is indicated in Table III. After a primary or activity 
comparator level was set, data describing the event were 
written to a trigger memory FIFO. These data included 
the full 16 bit binary clock time, the state of the compara- 
tor bits and four external data lines describing laser sta- 
tus, beam gate, bottom edge veto counters and prebeam 
timing signal. The trigger master monoboard polled this 
FIFO and, whenever data were present, subjected FIFO 
data to conditions for primary event selection and for ac- 
tivities nearby in time, both of which are described in 
the software section below. On receipt of a completed 
event, header information was assembled by the satellite 



monoboards, and event addresses were broadcast to re- 
ceiver cards located in those 13 crates that housed QT 
cards. This occurred when the master monoboard loaded 
a register in the broadcast card with the timestamp. Af- 
ter receipt of this timestamp in the receiver cards, trans- 
fer from channel RAM to FIFO occurred. Presence of a 
data present signal in channel FIFO prompted each QT 
crate monoboard to transfer six contiguous locations in 
each FIFO to memory This process continued until all 
channel FIFOs were empty. On completion, these assem- 
bled event components were transferred to the SGI mul- 
tiprocessor system through an ethernet link of all system 
monoboards described in section 4.4. 
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FIG. 16. Flow diagram, master monoboard software 



4-3.2 Software Selection 

A flow diagram for event selection in the master 
monoboard is shown in Fig. 16. Input data for this pro- 
cess were contained in the trigger memory FIFO and in 
a circular buffer, maintained in master monoboard mem- 
ory, of all activities that asserted an appropriate D or V 
level. This activity data included the binary time of oc- 
currence and comparator levels in veto or detector. After 
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each of the checks described below, the activity found 
in trigger memory was added to the activity stack in 
the master monoboard buffer. The first loop in Fig. 16 
checked for veto activity and updated the record of the 
time of the previous veto event. If there was no veto ac- 
tivity, a check was made for veto activity in the previous 
15.2 [is. If neither of these were true and the detector 
primary level was asserted, the event was accepted as 
a primary trigger. A broadcast was then initiated and 
QT data moved to channel FIFO. If a primary trigger 
remained asserted after six clock ticks then a broadcast 
was initiated for the next six. This often happened af- 
ter a trigger from a high energy cosmic ray event made 
enough late scintillation light. Each six ticks, with five 
intervals was referred to as a "molecule" . If in addition 
the detector threshold was met, a 7 flag was set. If the 7 
flag was asserted an activity in the subsequent millisec- 
ond was classified as a 7 candidate. 

In summary, primary triggers were determined mainly 
by a threshold in the detector but with restrictions from 
the veto shield. After a primary, a lower threshold was 
used to initiate broadcasts as 7 candidates. When the 
event was passed on to the next level, up to four activities 
closest in time to the primary in the 51.2 /is previous to 
the event were broadcast as well as all 7 candidates in 
the succeeding 1 ms. The 100-tube trigger corresponded 
to <~ 4 MeV in electron energy and the 21-tube trigger 
to ~ 0.7 MeV in 7 energy. A (3 trigger generated a single 
trigger broadcast. In 1995, a primary level with 7 was 
used to "look back" at the 6 fis prior to the primary, by 
generating two broadcasts to cover that period. 

4.3.3 Trigger Rates 

As was described above, the basic data rate of the sys- 
tem was the 10MHz clock driving digitization rates. The 
synchronous discriminator in each data channel fired at 
an average rate of 5 kHz, reflecting the sum of anode 
pulse rates in each channel from dark current and phys- 
ical processes in the detector. The mode of the dark 
current rate in the ensemble of PMTs was 2 kHz. The 
remaining rate was dominated by cosmic ray muons and 
was 4 kHz under the overburden of the detector. Ei- 
ther D or V was asserted at a total rate of <~ 17 kHz, 
prompting address data transfer into the trigger memory 
FIFO. "Primary event" identification by the master trig- 
ger monoboard produced a rate of 20 Hz. Each of these 
primaries on average had associated activities that raised 
the data rate to ~ 40 Hz, which was the rate of broad- 
casts to QT crates for data accumulation at crate level. 
This trigger rate of ~ 40 Hz was dominated by a few 
beam-unrelated processes. Beam-related neutrino inter- 
actions occurred at a rate of only about one per hour, 
which is down by a factor of ~ 10 -5 compared to the 
beam-off background. Fig. 17 shows the raw PMT mul- 
tiplicity distribution for all broadcast events. 
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FIG. 17. Raw PMT multiplicity distributions for all broad- 
cast events 

The high end of the spectrum, where almost every 
PMT was hit, corresponded to through-going cosmic 
muons. The region below the peak, from 650-1050 
hit PMTs, was dominated by a combination of cosmic- 
ray muons and neutrons. Michel electrons from cosmic 
muons that stopped and decayed in the detector occurred 
in the 250-650 hit PMT region and were greatly reduced 
by disabling the trigger for 15.2 fis following activity in 
the veto shield. Finally, electrons from 12 B [3 decay, pro- 
duced dominantly by cosmic-ray [i~ that captured on 
12 C, typically had 100-250 hit PMTs while radioactive 7 
(e.g., from Th, K, and Co decay) have < 100 hit PMTs. 
There is a sharp edge at 100 hit PMTs in Fig. 17 be- 
cause the D3 level is set to 100 for these data. Of the 
total rate, approximately 10 Hz were beta decays of 12 B 
from muon capture, 10 Hz from natural radioactivity in 
the PMT glass and surrounding material, 0.11 Hz from 
decay electrons from stopped cosmic ray muons, 1 Hz 
from muons that evaded the veto shield and crack coun- 
ters and 1 Hz from neutrons produced from muons that 
did not enter the detector. These were the rates of pri- 
mary triggers; associated activities contributed a similar 
rate. 



4.3.4 Latency, FIFO Half Full Inhibit and Trigger Efficiency 

Data taking rates in the detector were quite constant 
because they were completely dominated by cosmic rays 
and natural radioactivity. The trigger rate was adjusted 
to an acceptable level at the start of data taking by 
varying the settings of the D„ comparators for primary 
threshold and for activities. Occasionally, fluctuations in 
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these rates caused the channel FIFOs to fill up, and when 
the half full flag was asserted in any FIFO the trigger was 
inhibited until the situation was cleared by data acqui- 
sition. This occurred < 1% of the time. Similarly, the 
master trigger monoboard occasionally took long enough 
to process an event that channel RAM was overwritten, 
a condition referred to as latency. The loss of data from 
latency was ~ 1%. These losses remained approximately 
constant throughout data taking as might be expected 
from the primary sources of data in the detector. One 
source of these conditions occurred when the SGI mul- 
tiprocessor did not remove data from crate monoboards, 
whereupon channel FIFOs were not emptied and the ac- 
quisition part of the system was halted. This effect was 
included in the FIFO half full estimate and is the major 
source of this condition. 



4.4 Data Readout and Event Building 

4-4- 1 Raw Data 

The primary trigger caused data to be transferred from 
channel dual-port RAM to channel FIFO in sets of six 
timestamps. This corresponded to a time window of 
0.5 fj,s. Each crate monoboard running asynchronously 
was set up to poll all FIFOs in the crate to determine 
if data were present and if so, raw data were transferred 
to monoboard memory. Two bytes per timestamp (one 
each for time and charge digitizers) were read out for each 
channel in a crate. For a full crate of 128 channels, 1536 
bytes of raw data were read out over VME for a six times- 
tamp event. In each crate monoboard, a 32-bit header 
was constructed by interrogating the crate receiver card. 
This header included 11 bits of timestamp address (TSA) 
and an 8 bit counter to assure FIFO synchronization. 

4-4-2 Compact Data 

Compact data were formed in the QT monoboards 
from raw data. Information was reported from six se- 
quential TSAs covering five time intervals for hit tubes 
in the crate. Longer events were handled in a slightly 
more complex way, but the essential point was that six 
timestamp molecules formed the basis for data transmis- 
sion. Each compact data block was made up of a header 
followed by channel data for tubes that were hit. The 
compact data header included information which allowed 
the event builder to verify proper assembly of event frag- 
ments. Channel data consisted of a 16-bit header, fol- 
lowed by 8 bits for each interval with fine time and 8 bits 
for each charge deposition. After an interval with fine 
time information, the QT hardware did not provide fine 
time information for the next two intervals, but charge 
increments were still registered. Baseline amplitude was 
the amplitude before pulse height digitization and was 



used for baseline subtraction. An interval stored with 
fine time was termed a "hit with fine time" . If no fine 
time was available it was called a "hit without fine time" . 

In each crate monoboard, data were searched for hit 
PMTs by looking for rise and fall of the timing ramp as a 
function of time as signature. The difference between the 
baseline and maximum value of timing ramp was stored 
for later determination of fine time. For a hit occurring 
between TSA n and n + 1, fine time information was 
stored as ADCt(n + 2) - ADCt(n). In the last interval, 
however, fine time was calculated using a default value 
for the timing slope. To first order, the PMT charge 
V q in a given interval was simply the difference between 
ADC measurements before and after that interval. This 
was complicated by 3 effects: (1) V q required at least 30 
ns to attain maximum value; (2) V q was slew-limited at 
2.2 ADC channels per ns (this was only relevant for hits 
over 66 ADC counts); (3) V q decayed to its original base- 
line voltage approximately as an exponential with r = 
755 ns (6000ns in 1993). These effects were taken into 
account in computing the charge for each hit, using a 
linear approximation to the exponential effect (3). Ex- 
cept for 1993 data, additional charge increments occuring 
close enough in time to a hit with fine time were ascribed 
to effects (1) and (2), and included with that hit. If the 
charge ADC was set to full scale immediately before a 
hit, the overshoot bit was set in the "baseline" variable 
for that PMT channel. The remaining 5 bits of the base- 
line were set to the 5 most significant bits of the ADC. 
These bits allowed a determination of ADC saturation. 



4-4-3 Event Building and Calibrated Data 

PMT data were transferred to a multiprocessor sys- 
tem over two independent ethernet segments. Both 
raw and compact data were transferred to check integrity 
of compact data, but during the operation of the ex- 
periment raw data were prescaled to avoid acquisition 
induced dead time. In the multiprocessor, individual 
timestamp molecules from each crate were ordered by the 
CODA |2j| package. Complete events were then built us- 
ing data from the first four time stamps in each molecule. 
Apart from 1993 data, when these events were being 
built, the time information was converted to times rel- 
ative to the first timestamp of the event; and each PMT 
time and charge was calibrated using constants deter- 
mined from laser events, as described in section 4.6. The 
SGI multiprocessor contained 8 independent processors. 
Events were built in one processor, a second distributed 
events to the remaining six processors that were used ex- 
clusively for event reconstruction on line. The output of 
event building was the Calibrated Data bank in ZEBRA 
format, which served as primary input to the analysis 
package used both online and offline |24| . A header in- 
cluded a calibration data file identifier, number of times- 
tamps in the event, and a hit count with and without fine 
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time. This header was followed by tube number, charge 
and time and saturation for each hit. 



4.5 Corrections for Digitizer Charge Response, 1993 

For '93 data, the Q circuitry had a 6 fj,s decay constant, 
and effects (1) and (2) above were not taken into account 
by the online software. The result was that in the '93 data 
most hits were accompanied by hits without fine time 
in the subsequent interval. This effect was dealt with 
offline by adding the charge from these subsequent hits 
into the charge for the first hit. Another effect unique to 
the '93 data was a nonlinear relationship between PMT 
charge and ADC value (especially noticable at low charge 
levels). This problem was also dealt with offline using a 
nonlinear mapping to recover PMT charge. After the '93 
run the nonlinearity was removed by a hardware upgrade. 
The quality of the 1993 data was high after correction. 
For example, the energy resolution deduced from Michel 
electrons was as good in 1993 as in 1994 and 1995. 



5. DETECTOR SIMULATION 

A detailed Monte Carlo simulation, LSNDMC Q, was 
written to simulate events in the detector using GEANT. 
The goal of the simulation was a complete description 
of events in the detector. For the decay-at-rest analysis, 
data from Michel decays of stopped muons and from cap- 
tured cosmic ray neutrons were used to calibrate directly 
the response of the tank to the positrons and photons 
of interest. The simulation was used in this analysis to 
test understanding of the detector, particularly physical 
processes in the tank, reconstruction algorithms, and the 
computation of backgrounds. For the DIF to v e os- 
cillation analysis, with higher energy electrons, the sim- 
ulation was additionally used to find the efficiencies of 
analysis cuts. This implies greater sensiivity of the re- 
sults to simulation details. This chapter focuses on is- 
sues of importance for the DAR analysis, and on using 
the simulation to understand physics processes occurring 
inside the tank. Some comparisons to Michel data will 
be presented in section 6.3. 



4.6 Laser Calibration 

Individual channel calibration was performed using the 
pulsed laser system described in section 3.4. A laser 
induced event was subjected to the same requirements 
(> 100 hit tubes) as for any primary trigger. How- 
ever, each event was identified by a set bit in fixed 
data in trigger memory. The laser system was pulsed 
at ~ 0.1 Hz continuously and asynchronously with the 
accelerator during normal data taking and at 20-30 Hz 
during beam off periods for special purpose runs. This 
operation induced a negligible dead time, while providing 
a stroboscopic probing of the detector at times that were 
random with respect to beam arrival. The laser pulse 
time was tagged as a special event by the data acqui- 
sition system. Gain calibration was obtained from low 
light intensity runs by fitting the resolved single pho- 
toelectron peak for each PMT individually. Calibra- 
tions were performed periodically during the runs and 
have shown that calibration constants remained stable 
throughout the data-taking period. This low level of illu- 
mination was not adequate to provide timing calibration, 
so special data runs were interspersed at high light levels 
to provide timing offsets for all channels. Time-offsets 
of each channel were calculated individually from these 
high-intensity runs alone. Time-slewing effects were as- 
sumed to be identical for all PMTs, and a mean effect 
was calculated using laser data from all tubes, resulting 
in times calibrated to ~ 1 ns for each PMT channel. 



5.1 Monte Carlo Ingredients 

The GEANT geometry was defined to include the main 
detector tank, veto shield, and overburden for detector 
shielding. The latter two portions were implemented in 
order to track cosmic ray muons. Tank PMTs were posi- 
tioned with a regular spacing, and within a few cm of the 
actual detector locations. They were represented as hav- 
ing hemispherical photocathodes, although when a com- 
putation of optical reflection probabilities was needed, an 
ellipsoidal shape could be substituted. 

The Monte Carlo package included a variety of genera- 
tor options p5| . Cosmic ray muons were generated with 
energy and angle distributions appropriate for the alti- 
tude of LSND. Among the variety of generator options 
included in the Monte carlo package p5| was a cosmic 
ray facility. Each muon was tracked through the over- 
burden and veto shield, and so a set of starting locations 
for the generation of decay (Michel) e ± was obtained. 
This allowed data vs. Monte Carlo comparisons. Also, 
estimates of the total muon rate in the tank (~ 4 kHz) 
and the stopped muon rate (~ 0.35 kHz) were in rough 
agreement with observations. 

This simulation is addressed in detail in the following 
section. Cerenkov and scintillation light were simulated 
in detail, and each optical photon was tracked until it 
was either absorbed or generated a photoelectron. The 
PMT response to this photoelectron was also simulated. 
This set of steps resulted in one "hit" , in the GEANT 
sense, per photoelectron. 

The digitization electronics and the online data acqui- 
sition algorithms were simulated using the full set of hits, 
yielding a time and an amplitude for each hit PMT. The 
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hit time was simulated by using PMT pulse shapes deter- 
mined from bench tests and laser data; pulses for multiple 
photoelectrons in the same tube were summed. The am- 
plitude simulation used so far was based upon the 1993 
version of both the QT digitizer cards and data acquisi- 
tion algorithms, including the non-linear digitizer charge 
response. This non linearity was taken out in calibration. 
Both the simulation and the calibration of this response 
were based on bench measurements. Because the quan- 
tization imposed by digitization occurred for the non- 
linear amplitude, the 1993 data vs. Monte Carlo compar- 
ison was a more stringent test than the same comparison 
for 1994/95 data using QT cards that were linear. The 
digitizer time response depended upon details of pulse 
shapes, thresholds and fluctuations, and had a noticeable 
impact upon the way reconstruction algorithms worked. 
The discriminator in each channel produced a dead time 
after firing that inhibited measurements of subsequent 
photoelectrons. This effect was simulated in detail since 
it had a significant effect on actual event timing distri- 
butions. 



5.2 Simulation of Photoelectron Production in the 
Tank 

The basic physical mechanisms which occurred in the 
LSND medium and which contributed to a detected sig- 
nal were scintillation from ionization energy deposits by 
charged particles and Cerenkov radiation by charged 
particles with /3 > 1/1.47, including a contribution from 
6 rays. Optical photons from these processes were trans- 
mitted through the medium, taking into account absorp- 
tion with or without fluorescent reemission. Photons 
could be reflected from the upper surface of the liquid 
or at the PMT surface. Photoelectron emission occurred 
at a photocathode and the spread from the multiplication 
process internal to a PMT was also simulated. Charged 
particles in the medium were tracked using GEANT, 
including particle interactions and full electromagnetic 
showers down to cutoff kinetic energies of 10 keV for e s 
and 7s. In order to simulate the contribution of Cerenkov 
radiation from S rays, a minimum S ray kinetic energy of 
180 keV was used. Delta rays contributed several per- 
cent of the total light from an electron event. 

As GEANT stepped particles through the detector, it 
provided an energy loss AE to ionization for each step 
Ax. In the LSND simulation the mean number of scin- 
tillation photons was computed from Birk's law p6| : 



As 



AAE 



1 + k B AE/Ax 



There are unfortunately no published measurements of 
ks for mineral oil scintillators. In the simulation we have 
used a value of 0.017 cm/MeV, based upon typical mea- 
surements (scaled by density) for anthracene and several 
plastic scintillators p8[ . However, other data give var- 
ied results, and there is some evidence based on limited 
measurements done for mineral oil by the LSND collabo- 
ration that the value could be as much as a factor of two 
smaller. We regard k B as uncertain at this level. This 
uncertainty has no effect on the response of the scintil- 
lator to electrons of interest, but is quite relevant for 
protons, especially for recoil protons in charged current 
neutrino interactions, for which the AE/Ax term in the 
denominator can dominate. For the lowest energy muons 
detectable as activities from -\- C interactions, the re- 
sulting change in light yield (and hence in energy scale) 
can be as much as 20%. 

The absorption and emission properties of the di- 
lute solution of b-PBD in mineral oil were key ingre- 
dients in modelling the behavior of the detector, b- 
PBD emitted light almost entirely at visible wavelengths 
(A > 350 nm), with a sharp cutoff at shorter wavelengths 
|15[ . The attenuation length for a sample of the mineral 
oil used in the tank was measured to be in excess of 15 m 
for visible wavelengths, falling to < 1 m for A < 335 nm 
as shown in jl5| and discussed in section 3.2. Most of 
the scintillation light reached a photocathode or edge of 
the tank without absorption. The same was true for 
Cerenkov light emitted at visible wavelengths, which 
thus retained directionality. Cerenkov light emitted in 
the UV, however, was absorbed in a short distance. Light 
absorbed in the mineral oil was lost, but that absorbed 
by the b-PBD was reemitted isotropically via fluorescence 
with a probability of 0.83 and with an emission spectrum 
that was the same as for scintillation light. Hence for par- 
ticles above Cerenkov threshold, a substantial part of the 
isotropic light was actually "converted" Cerenkov light. 
This Monte Carlo simulation included mineral oil and b- 
PBD absorption separately, so that the interplay of their 
absorption probabilities was properly taken into account 
at all wavelengths. The combined absorbtion length for 
light that is not reemitted as a function of wavelength for 
the LSND scintillator mix is shown in Fig. 18. Cerenkov 
photons were not tracked below A < 350 nm but were 
either absorbed or converted immediately. 



where kg is a saturation parameter, discussed below. For 
particles with f3 above the Cerenkov threshold (1/1.47), 
the mean number of Cerenkov photons in a given range 
of wavelength was computed by the formula in reference 
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FIG. 18. Attenuation length for light that is absorbed with- 
out reemission as a function of wavelength for the LSND scin- 
tillator mix 



spread by each of these effects. Reflections at the PMT 
were modelled together with quantum efficiency by ap- 
plying the model to a wavelength-dependent complex in- 
dex of refraction j[9) for a bialkali photocathode layer 
deposited inside the glass window and including the ex- 
ternal mineral oil and internal vacuum. The photocath- 
ode thickness was found to be 28 nm using bench tests 
at A = 632 nm. Phototube and top-surface reflections 
added ~ 5% and ~ 4 - 7%, respectively, to the total 
detected light. Finally, quantum efficiency was tied to 
PMT measurements in air |13( ]. 

Prior to digitization, the amplitude response of a PMT 
to an emitted photoclectron was simulated, using a model 
similar to Fig. 11 but with a constant level replacing the 
low end peak. This was checked for the tank itself from 
ultra-low intensity laser data, such that PMT hits nearly 
always involved just a single photoelectron. The match 
was quite close for '94/'95 data; and after inclusion of the 
nonlinear QT response, the match was also quite good for 
'93 data. These comparisons also allowed calibration of 
the mean gains for use in simulations. 



There were three components to the produced light in 
the tank: direct scintillation light, directional Cercnkov 
light, and converted Cerenkov light. The latter two com- 
ponents were computed with no free parameters. To ob- 
tain the normalization constant A for direct scintillation 
light, measurements were performed in a test beam us- 
ing the same type of scintillator as was used in the LSND 
detector but with different phototubes |L5]]. In the test 
beam a measurement was made of the ratio of light in 
the Cerenkov cone to isotropic light for /3 f» 1 positrons. 
This ratio was corrected back to the production point by 
correcting for relative PMT response and attenuation for 
the two types of light. Additional adjustments were made 
to conform to the precise definitions of the three compo- 
nents and for a slightly different b-PBD concentration in 
the detector from the test beam. The result was an esti- 
mate of 360 direct scintillation photons produced per cm 
by a fast e^, along with calculated values of 325 photons 
per cm in the Cerenkov cone (A > 350 nm) and 237 pho- 
tons per cm converted from lower-wavelength Cerenkov 
photons (with A < 350 nm). The value of A was set to 
match 360 photons per cm, but with a small correction 
factor determined from comparisons to real tank data. 

The actual numbers of isotropic and directional pho- 
tons were selected from a Poisson distribution with dis- 
tribution means described above; each individual pho- 
ton was tracked until absorbtion or production of a pho- 
toelectron occurred. Absorption with reemission was 
also possible en route, particularly for the shorter wave- 
lengths; this occurred for ~ 5% of the initially directional 
light. When reflections occurred, the simulation aver- 
aged over polarization. The Cerenkov cone light was 
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FIG. 19. Corrected time distribution for Michel electrons 
from data (solid) and simulation (dashed) For dist > 35 cm. 

In Fig. 19 is a comparison of the hit time distribution 
for Michel events and the results of the simulation cor- 
rected for the event time and time-of- flight. These com- 
parisons allowed fine-tuning of the parameter A, which in 
turn allowed estimation of the number of photoelectrons 
detected per unit e ± energy. 

A main ingredient of the photoelectron simulation 
was a model for the time distribution of emitted light. 
Cerenkov light was emitted promptly, but scintillation 
light was represented as having both fast and slow com- 
ponents |l5f|. Fluorescent reemmission was assigned the 
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fast component only. A variety of resolution effects were 
taken into account either explicitly or implicitly via dig- 
itization and time calibration. The scintillation time pa- 
rameters were then adjusted to match Michel electron 
data (see section 6.3.1) for PMT's with single photo- 
electrons away from the Cerenkov cone. Apart from 
a small (arbitary) offset, agreement is good even though 
this does not necessarily mean that the underlying model 
is fully correct. Further comparisons to Michel data are 
addressed in sections 6.3 and 6.4. 



6. EVENT RECONSTRUCTION 

6.1 Overview 

The event reconstruction algorithm is discussed in sec- 
tion 6.2. In section 6.3 the extraction of the sample of 
electrons from muon decay in the tank is discussed to- 
gether with the performance of the reconstruction algo- 
rithm on this sample. Section 6.4 is devoted to detector 
energy calibration using Michel electrons. Particle ID 
for neutrons and electrons is discussed in section 6.5. In 
section 6.6 the determination of the duty factor and its 
application to beam off subtraction is discussed. 



6.2 Event Reconstruction Algorithms 

The event reconstruction proceeded in four stages. The 
times of struck PMTs were adjusted by an algorithm 
which found the most appropriate time of a nearby clus- 
ter of tubes. Then an event vertex was reconstructed, 
followed by a search for a Cerenkov cone and finally ver- 
ification that the distribution of times corrected to the 
vertex of the hit PMTs was appropriate. 

The first step in the reconstruction process was to ad- 
just the times of all PMTs with a pulse height that corre- 
sponded to fewer than 4 photoelectrons. The time of each 
of these PMTs was compared to the four nearest neigh- 
bors and the time of each channel was set to the earliest 
of these. This took account of the fact that signals with a 
small number of photoelectrons were distributed in time 
through the time spread of scintillation light and PMT 
dispersion so that the normal time slewing correction was 
ineffective. The use of this procedure improved the fit to 
the event appreciably. An initial estimate for the event 
time was made as the mean PMT time less 11 ns. The 
geometrical position of each struck PMT was then cor- 
rected to a position normal to its surface by a distance 
v(U — t Q ), where U was the PMT adjusted time, to was 
the event time initial estimate, and v = 20cm/ns, the 
velocity of light in the liquid. The mean corrected posi- 
tion of the struck PMTs weighted by the square of the 
pulse height was used as an initial estimate of the event 
position. 



A Xr function was then formed as 

Xr = $Z(t< -to- n/vf x Wi/(Q - 6), 

i 

where i ran over all struck PMTs, rj was the distance 
from the PMT to the event vertex, Wi was set to unity if 
(U —t — Ti/v) was negative and to 0.04 if it were positive. 
Q was the number of photoelectrons in the event. The 
quantity 

(U -t - n/vf x IT, 

was limited to 1.5 ns 2 . This weighting emphasized 
prompt Cerenkov light over scintillation light which 
tended to be delayed. An iteration was performed over 
±x, ±y, ±z and ±t for the vertex first in steps of 25 cm 
(with an equivalent time using the velocity v above), and 
then 10 cm and finally 5 cm steps. If Xr decreased at 
any iteration, then the vertex position was changed to 
the new value for the next iteration. The value of this x 
was expected to offer discrimination between single short 
tracks and the more complicated pattern expected from 
neutrons. 

An angle fit was performed for each event by construct- 
ing a 
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' E o„ ,„nJ x Wi x exp^/14.9), 



2(Q-2)4^ 2 x (12°) 2 



where d was the distance of the event vertex from the 
center of the tank in meters, Q was the number of photo- 
electrons in the event, and 0i was the angle between the 
iterated direction and the vector from the fitted vertex 
and the tube i. W, was the PMT pulse height and rj was 
the distance from the vertex to the i th tube. An initial 
event time for this angle fit was set at 5 ns less than the 
starting time for position. A net of 26 angles was set 
up uniformly in 4ir. The minimum Xa in this net deter- 
mined an initial angle, a scan was then made in steps 
of 0.75 radians along the ±0 and ±<j> directions to find a 
local minimum. The value of Xa at this minimum was re- 
tained as a particle ID parameter. The ratio ( e «~ 47 - 14 ) 



2x(12°) 2 

was limited to 0.894 except in the "near" Cerenkov re- 
gion cos6»i > 0.927 and 0.309 > cos0 l > 0.052, where it 
was set to 1.044. 

The final discriminant in particle identification was the 
fraction of light emitted late in the event. Particles emit- 
ting Cerenkov radiation produced significant prompt 
light. A x was constructed as the fraction of light af- 
ter 12ns and was referred to as Xt- 

Each of these x parameters was sensitive to particle 
type through a measure of the complexity of the ver- 
tex, the existence of an identifiable Cerenkov ring and 
the time distribution of the light depending on Cerenkov 
light and the specific ionization of the particle in the 
event. A product was formed of the three x as 



Xtot = 30 X Xr X Xa X Xt- 
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This parameter was effective in separating particle types. 
Quantitative tests of performance are discussed in section 
6.3 on Michel electrons from muon decay and in section 
6.5 on neutrons from cosmic rays. 

6.3 Michel Electron Sample 

6.3.1 Selection and Characteristics 

Events that had veto activity in the 51.2 /is period pre- 
vious to a primary event were dominated by decay elec- 
trons (Michel) from both positive and negative cosmic- 
ray muons that stopped in the detector. The time distri- 
bution of these events with respect to the veto signal is 
shown in Fig. 20. 
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FIG. 20. Distribution of times of tank events after veto 
activity. The constant P2 in the figure is the inverse of the 
lifetime of muons that remain after 15.2 /is 

Few events appear in the first 15.2 /is after the veto 
event because of an initial trigger condition which ig- 
nored events with veto activity in this time period, but 
there are still many events for analysis after this. Events 
were selected to be after 15.2 /is from the primary trig- 
ger in Fig. 20. The time distribution after 15.2 /is was 
fit with a functional form of a constant plus exponen- 
tial with both amplitudes and the exponent variable. A 
satisfactory fit was obtained with a value of 2.15 /is for 
the exponent. This agreed with the expectation for a 
mixture of /i + and fi~ (which has a 2.03 /is lifetime in 
mineral oil) for cosmic rays under the overburden exist- 
ing in this experiment. The event sample from 15.2 /is 
to 30 /is after the primary has less than 1% accidentals 
as determined by the fit to the entire 50 /is range. This 



sample of 0.5 x 10 6 events was used to map the gain of 
the detector as a function of position and angle through- 
out the volume, as is discussed in section 6.4 below. The 
response of the detector to particle ID was also mapped. 
The particle ID process is described in section 6.5. It 
should be noted that some accidental events in this sam- 
ple were electrons from muons that decay but that had 
the decay muon misidentificd. 

6.3.2 Position Accuracy 

The reconstruction process provided an event position 
via the \r minimization described in section 6.2. While 
there was no available direct measure of the accuracy of 
the position reconstruction, the distribution in the tank 
of reconstructed Michel electrons provided indirect evi- 
dence of reconstruction accuracy. Although it was not 
possible to determine the distribution of stopping muons 
in the detector to sufficient accuracy for this check, it 
was possible to verify that the distribution through the 
tank was smoothly varying and almost uniform. Addi- 
tional evidence was available from v e C — ► e~ X events, 
with a true distribution given by the « 1/r 2 falloff of 
DAR neutrino flux from A6. For both samples, Monte 
Carlo simulation of the electron provided the offset of the 
mean light-emission location from the point of origin of 
the electron. 

A single variable, dist was defined as the closest dis- 
tance of an event to a surface passing through the pho- 
tocathode surface of PMTs. Events behind this surface 
were assigned negative dist values. In the LSND physics 
analyses, dist was used to impose fiducial cuts. The cut 
values were chosen both to help suppress cosmic ray back- 
grounds, and to avoid the outermost region in which the 
tank response varied most rapidly (see section 6.4). Dis- 
tributions of dist on the known samples described above 
have shown that reconstructed electron positions tended 
to be systematically shifted away from the center of the 
tank (to lower dist) with respect to true positions. Quan- 
tifying this effect in the form of an acceptance correction 
for a given dist cut required understanding the low-dist 
regions well enough to estimate the consequences of se- 
lection cuts on these known samples. For a minimum 
dist cut of 35 cm, the resulting acceptance correction 
(ratio of the number of events reconstructed within the 
cut to the true number within the cut) ranged from 0.76 
to 0.86. If this is due to a systematic shift, then for dist 
near 35 cm the apparent shift of an event was about 15 
cm. 

An estimate of reconstruction precision was obtained 
with neutrino events from v^C —> /i + A. Both electrons 
and stopping muons were reconstructed for position, and 
the distance between the muon and the beginning of the 
electron track were compared. A distribution of this dis- 
tance is shown in Fig. 21. This distribution agrees with 
the Monte Carlo simulation and gives an approximate 
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vertex resolution of 20 cm for each particle. 
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FIG. 21. Reconstructed distance between muon and decay 
electron for C scattering events. The smooth curve is a 
gaussian fit with parameters P1-P3 plus a constant (P4). 



6.3.3 Angle Accuracy 

The Michel electron sample was fit by the reconstruc- 
tion algorithm described in section 6.2. In Fig. 22 is 
shown an angular distribution of charge weighted hit 
PMTs with respect to the fitted direction of the electron, 
together with results from the Monte Carlo simulation. 
These electrons have passed the same particle ID criteria 
as those that appear in Fig. 20. 




FIG. 22. Angular distribution of PMTs weighted by pulse 
height with respect to the fitted electron direction for muon 
decay electrons, data (solid) and Monte Carlo (dashed). The 
smooth curve is a fit to a constant (P4) plus gaussian with 
the parameters PI - P3. 

This distribution shows a clear peak due to Cerenkov 
light at cos 9 ~ 0.68 and an approximately isotropic dis- 
tribution due to reemitted Cerenkov light and scintil- 
lation light. The width of the peak is dominated by 
multiple scattering of electrons in the detector medium 
and agreed with the Monte Carlo simulation. The fine 
structure away from the Cerenkov peak is due to the 
weighting in position and angle fits. At 50 MeV, mul- 
tiple scattering limited angular resolution to about 12°. 
In Fig. 23 is shown the angular distribution for neu- 
trino induced electron events in the detector, where is 
the angle between the electron direction and the incident 
neutrino. The peak in the distribution at cos 9 = 1 is 
from neutrino-electron scattering and had a width which 
confirms an angular spread of ~ 12° for electrons above 
20 MeV. 
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FIG. 23. Angular distribution for neutrino events with elec- 
trons in the final state with respect to the neutrino beam 
direction. The straight line is consistent in slope to that ex- 
pected from v e C scattering. 
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FIG. 24. Electron energy distribution from stopped muon 
decay in the medium of the detector 



6.4 Energy Calibration 

Mucins that stopped in the material of the detector 
were an excellent source for energy calibration. After 
a small background subtraction of non-correlated events, 
the charge distribution was fitted to a Michel decay spec- 
trum convoluted with a Gaussian energy resolution func- 
tion that gave the charge-to-energy conversion factor and 
the energy resolution at the endpoint. This Gaussian en- 
ergy resolution was assumed to vary as 1/ \/E, although 
results were not sensitive to the choice of energy depen- 
dence. A resolution of 7.7% at 52.8 MeV was derived 
averaged over the entire volume with dist > 25 cm. This 
sample was sufficiently large that it was possible to mea- 
sure the endpoint energy for bins in a set of parameters 
discussed below. A fit was made to the Michel spectra 
to determine the energy response in each bin. Relative 
corrections were applied to set the end point of each of 
these spectra to 52.8 MeV. A correction was made for 
this variation by separating data into bins according to 
the value of parameters discussed below. These correc- 
tions were determined and applied sequentially. Overall 
run-number dependent correction factors were also ap- 
plied. A fully corrected distribution is shown in Fig. 24. 
The fit to this distribution gave an energy resolution at 
the end point of 6.6%, a 15% improvement. In Fig. 25 is 
shown a comparison of the energy for a sample of Michel 
electrons together with a Monte Carlo calculation. 
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FIG. 25. Charge distribution for Michel electrons from 
data (solid) and simulation (dashed) 

Part of the calibration adjustment was due to physi- 
cal processes understood from Monte Carlo simulation. 
In particular, the apparent charge deposited by an elec- 
tron gradually increased as its position changed from the 
center of the tank to dist ~ 25 cm, and then dropped 
sharply in the outer regions of the tank. There were also 
variations depending on the direction of the electron with 
respect to the center of the tank. A comparison of charge 
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distributions from Monte Carlo and data Michel events, 
as shown in Fig. 25 shows satisfactory agreement. The 
distributions agree well in shape, and a gain adjustment 
of < 10% was consistent with expected uncertainties in 
the amount of scintillation light (the parameter A in sec- 
tion 5.2) and overall gain factors. A second portion of 
the calibration adjustment was due to a periodic vari- 
ation of the charge response of the QT cards with the 
relative phase of the event and the 100 ns clock. The 
remaining unexplained portion might be due to residual 
calibration inaccuracies; a mostly monotonic dependence 
on the reconstructed z position is in this category. 

The energy response was corrected in bins in the fol- 
lowing parameters: (1) The distance from the PMT face 
to the reconstructed position of the electron (±3%); (2) 
The relative phase between PMT hits and the 100 ns 
clock (±3.5%); (3) The cosine of the angle between the 
reconstructed electron direction and the position vector 
from the center of the tank. (±7%); (4) Reconstructed 
position along the z axis of the detector(8%, 4%); (5) 
The angle of the reconstructed direction with respect to 
the y axis. (±1.5%). The numbers in parentheses are full 
ranges of typical variation for 1994 and 1995 data respec- 
tively. Because some of the effects were correlated, these 
ranges may not represent the full underlying variations. 
Corrections were made iteratively until the remanent cor- 
rections were less than ±0.5%. The resolution was found 
to be ~ 1% larger in the outermost part of the fiducial 
volume than in the center of the tank. In a forthcoming 
publication 1 30 1 an analysis of v e on 12 C scattering to an 



and a histogram of the particle ID parameter is shown in 
Fig. 26 for electrons and for identified neutrons. 



electron and the ground state of nitrogen, N gs will be 
described. For this reaction the end point of the electron 
spectrum is at 35.4 MeV and the endpoint of the decay 
spectrum from 12 N gs is at 16 MeV. Each of these end 
points verified the expected linearity of the detector for 
electron energy in this range. 



6.5 Particle Identification 

During normal operation, primary events had fewer 
than four hit PMTs in the veto in time. To obtain a 
sample of cosmic ray neutrons, these events were sub- 
sequently required to have a correlated 2.2-MeV 7 us- 
ing criteria described in reference Q and to occur in the 
beam-off part of data taking. From the distribution of 
time between the primary signal and the correlated 7 
signal it was determined that the selected sample con- 
sisted of 90% neutrons. This set of events was used as a 
"neutron" sample to verify the operation of the particle 
identification algorithm. The "neutron" sample was then 
limited in deposited energy in the detector to correspond 
to that for electrons of kinetic energy between 36 and 60 
MeV. A sample of electron candidates was selected from 
the "Michel" data set as described above. The particle 
identification algorithm using spatial reconstruction, an- 
gular reconstruction, and late light criteria was applied, 




FIG. 26. Particle ID parameter for " electrons" (shaded) 
and "neutrons". 

These distributions show the difference between elec- 
trons and neutrons as identified by a correlated 7. Events 
were selected based on individual x parameters and then 
finally a cut on the particle ID parameter at \tot = 0.65 
gave 95% efficiency for selecting electrons above 36 MeV, 
and a rejection of 10~ 3 against neutrons. Details of this 
analysis may be found in H. 



6.6 Duty factor measurements 

The fraction of the time that the beam was on is re- 
ferred to as the duty factor. The duty factor was subject 
to variation during the course of data taking from two 
basic sources. The accelerator operated in approximate 
synchronism with the AC line frequency. The AC line 
frequency varied in the course of a 24 hour period so 
that the time of AC zero crossing could be different by 
as much as a few seconds from uniform time, implying 
that the accelerator start time varied also. Under normal 
operation, the duration of the beam pulse was constant 
and controlled by a precise clock in the accelerator com- 
plex. The effect of this AC variation was to induce a 
small variation in the duty factor. In practical terms 
however, this variation was negligible. Accelerator oper- 
ation was very sensitive to beam loss, and whenever sig- 
nificant loss was detected, the ion source current was in- 
terrupted and acceleration was terminated. This caused 
significant variation in the length of the beam pulse and, 
hence, a short term variation in the duty factor. Under 
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tuning of the accelerator for minimum beam loss, this 
condition occasionally persisted for periods that caused 
the duty factor to vary significantly. An H + signal was 
asserted during beam acceleration and for a short period 
both ahead and after the actual accelerating period, as 
described in section 2.1.2. The variation of the duty fac- 
tor from beam duration variations was the largest effect 
and amounted to as much as 10% over periods of min- 
utes. The duty factor was determined from the ratio of 
the number of primary triggers that occur when the H + 
signal was on to all primary triggers and was found to be 
0.065 ± 0.001 in 1993 - 1995. Genuine neutrino interac- 
tions represented only ~ 10~ 5 of all triggers and were a 
negligible perturbation of the ratio. Beam induced events 
that were not neutrino induced were much less than neu- 
trino induced events and were also negligible. A ratio of 
these counts was made over the entire data taking period. 
This ratio was then used to multiply the event rates that 
occurred during beam-off time to estimate a correspond- 
ing rate for beam-on and, hence, provide a sample for 
background subtraction. Although the exact duty factor 
should be calculated as a function of time and an aver- 
age taken, it was determined that the ratio of counts for 
H + on to off, each separately averaged over the data tak- 
ing period, was the same for first order variations of the 
instantaneous duty factor and of the gain of the detector. 

The duty factor was also determined for 7 events (PMT 
hits < 100), [5 events (100 <PMT hits < 250), and higher 
energy events (PMT hits > 250) and found to be the 
same within errors. Knowing the duty factor, a beam-on 
minus beam-off subtraction was performed to remove the 
background from beam-unrelated processes. For a duty 
factor of 0.065 ± 0.001, the ratio of beam-on events to 
beam-off events was 0.070 ± 0.001. Therefore, for any 
event sample the net number of beam-related events is 
the number of beam-on events minus 0.070 times the 
number of beam-off events. 



7. CONCLUSION 

In conclusion, the construction of the LAMPF neu- 
trino source has been described, including calculations of 
neutrino flux from the each of the relevant reactions from 
pions and muons for each of the three years of operation. 
The expectation that this source will have a low contam- 
ination from D e has been justified. The construction and 
operation of the detector has been discussed with a de- 
scription of salient operating parameters. The detector 
has performed well and has been well suited for the mea- 
surement of low energy neutrino interactions with both 
electrons and muons as the final state lepton. Future 
publications will discuss the search for neutrino oscilla- 
tions and the measurement of neutrino-carbon scattering. 
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